Abstract-In this paper, we present the detailed life-time dosimetry analysis for rodents exposed in the reverberation exposure system designed for the two-year cancer bioassay study conducted by the National Toxicology Program of the National Institute of Environmental Health Sciences. The study required the well-controlled and characterized exposure of individually housed, unrestrained mice at 1900 MHz and rats at 900 MHz, frequencies chosen to give best uniformity exposure of organs and tissues. The wbSAR, the peak spatial SAR, and the organ specific SAR as well as the uncertainty and variation due to the exposure environment, differences in the growth rates, and animal posture were assessed. Compared to the wbSAR, the average exposure of the high-water-content tissues (blood, heart, lung) were higher by ∼4 dB, while the low-loss tissues (bone and fat) were less by ∼9 dB. The maximum uncertainty over the exposure period for the SAR was estimated to be <49% (k = 2) for the rodents whereas the relative uncertainty between the exposure groups was <14% (k = 1). The instantaneous variation (averaged over 1 min) was <13% (k = 1), which is small compared to other long term exposure research projects. These detailed dosimetric results empowers comparison with other studies and provides a reference for studies of long-term biological effects of exposure Index Terms-Dosimetry, radio frequency (RF) exposure, reverberation chamber, specific absorption rate (SAR).
Life-Time Dosimetric Assessment for Mice and Rats Exposed in Reverberation Chambers for the Two-Year NTP Cancer Bioassay Study on Cell Phone Radiation sure has attracted special attention due to the increasing use of wireless devices such as mobile phones. In 2011, the World Health Organization International Agency for Research on Cancer classified RF electromagnetic fields (EMF) as possibly carcinogenic to humans [1] . However, current RF safety guidelines are mainly based on protection from thermal injury due to acute exposure, and information about effects of long term exposures is lacking or incomplete [1] , [2] . To fill these gaps in knowledge, the National Toxicology Program (NTP) of the National Institute of Environmental Health Sciences (NIEHS) initiated a major study in 2006 to investigate the potential toxicity and carcinogenicity of long term cell phone RF radiation in rodents [3] .
The study aims to test the health effects of uplink cell phone signals by exposing both rats (n = 1568) and mice (n = 1512) to RF EMF modulated with Code Division Multiple Access) and Global System for Mobile Communications channel access technology at both 900 MHz and 1900 MHz. It consists of three main phases: first, the definition of the maximum exposure level without excessive increase of body temperature in the animals; second, the performance of prechronic toxicology studies lasting for a three-month exposure period; third, the conduction of chronic toxicology and carcinogenicity studies in which the rodents are exposed for 24 months. The work presented in this paper focuses on the dosimetry for the third phase of the program.
The study design for the third phase requires the housing of 3080 unrestrained Sprague-Dawley rats and B6C3F1 mice while being exposed to RF energy in 10 min ON/OFFcycles, for up to 18.5 h per day for 24 months. The highest nonthermal exposure levels, established in the first phase of the program, have been used to select the highest levels to be applied in the second, prechronic phase. The prechronic study results enabled the selection of the highest exposure levels for the chronic study, defined either by the absence of a significant effect on the growth rate of the rodents, or by the maximum capability of the exposure system. The mid-and low-level exposures were determined by reducing the highest exposure by a factor of two as per conventional dose-level splitting in toxicity studies. Based on the results of the prechronic study, the target whole body averaged specific absorption rate (wbSAR) values chosen for the exposed animals were 1.5, 3.0, and 6.0 W/kg plus a sham control group (0 W/kg) for the rats and 2.5, 5.0, and 10 W/kg plus a sham control group for the mice. The protocol was completed in September 2014 and the preliminary findings were published by NIEHS on 27 May 2016 [4] .
In this paper, we provide beyond state-of-art detailed dosimetry for the NIEHS NTP study in order to empower detailed analysis of the results and more importantly, enable comparison with past and future studies. The dosimetry had to meet the requirements for dosimetric studies defined in [5] and in addition also investigated for the first time the effects of different postures on the electromagnetic coupling and SAR distributions. We also provide detailed dosimetric values for different organs that are considered to be crucial when discussing the findings and comparing results with other studies using different exposure systems.
II. EXPOSURE SYSTEM
In the past, different exposure systems for rodents have been designed to investigate both thermal and nonthermal health effects associated with mobile phone exposure. These can be divided mainly into three types according to the incident field: quasi-open, guided-wave, and resonant, the advantages and disadvantages of which have been described in [6] . As high exposure levels demand a resonant cavity type system and the long exposure time per day do not allow restraint of the animals, a reverberation chamber exposure system was the only suitable design. The system consisted of 21 chambers: 14 of those operated at 900 MHz each housing 112 male or female rats, and the remaining seven chambers operated at 1900 MHz each housing 216 mice with equal numbers of males and females. The rotation speed of the two stirrers has been defined to best simulate environmental exposure of nonstationary users, i.e., considering power-control due to moving of the user and due to hand-overs. The variation of the isotropic exposure strength was better than 0.1 dB for any time interval of 60 s when spatially averaged over the volume corresponding to a mouse. Each chamber was equipped with an automatic drinking water system, timer controlled lighting, good ventilation, and individual air temperature control. Together with RF safe drinking lixits and an adequate food supply in each cage it permitted the exposure of the free moving rodents for long daily periods of 18.6 h. The chambers provided excellent field uniformity (better than 0.6 dB) and isotropy, which, in turn, imparted outstanding Specific Absorption Rate (SAR) uniformity, all with good efficiency of approximately 45% to 70% in adult mice and rats, respectively [7] .
III. MATERIALS AND METHOD

A. Animal Models
High-resolution anatomical models are essential for the dosimetric analysis to accurately predict the exposure levels and the SAR distribution inside the rodents (i.e., the organ specific SAR). As during long-term in vivo experiments animal size and weight changes substantially over the experimental period, various sizes of mice and rats were needed. In this paper, the dosimetric analysis was based on the virtual animal models (www.itis.ethz.ch/animals), which have been harnessed in various studies [6] , [8] , [9] and are listed in Tables I and II . Lacking a B6C3F1 numerical mouse model for various ages, the OF1, and PIM1 mouse models were dosimetricaly used instead after we had verified that all strains resulted in similar SAR when scaled to the same size. Animal models were scaled to cover a wide range of weights and body dimensions to accurately represent the possible variations over the entire life-time of the rodents. The dielectric tissue parameters applied correspond to those in the IT'IS parameter database [10] , that is largely based on [11] but supplemented with other literature data.
B. Simulation Platform and Evaluated Dosimetric End Points
The simulation platform SEMCAD X V14 (SPEAG Switzerland) 1 was used to perform dosimetric assessment. Human exposures are expressed in terms of wbSAR, with local exposures in terms of the peak spatial SAR (psSAR) averaged over any 10 and 1 g of tissue mass (psSAR10g and psSAR1g, respectively), whereas here the evaluation procedures defined in [12] have been scaled and applied. Therefore, by considering the average weights of humans, rats, and mice, the psSARs were analyzed over 50 mg (psSAR50mg) and 5 mg (psSAR5mg) for the rat, and 5 mg (psSAR5mg) and 0.5 mg (psSAR0.5mg) for the mouse. The relationship between the wbSAR sensitivity and weight was analyzed on the basis of the different age rat and mouse models. Additionally, organ averaged SAR (oSAR) and its deviation from the wbSAR were evaluated and analysed over the life-time as well. The simulation platform had been verified and the documentation is available at www.semcadx.com.
C. Incident Field
It has been shown that the incident field in reverberation chambers can be described as the summation of a number of plane-waves [13] , where the resulting field distribution in the chamber has a Rayleigh distribution of amplitudes over a wide range of quality factor values [14] . This demonstrates that the energy is well stirred with no dominant line-of-sight propagation path between the exposure volume and the excitation antennas. Further to this Hill discussed in detail [15] the plane wave integral representation for well-stirred fields in a reverberation chamber, the electric (E) field at any location can be represented as an integral of plane waves over all real angles and the angular spectrum is taken to be a random variable dependent on the stirrer position. Furthermore, it is stated that because the multipath scattering changes the phase and rotates the polarization many times, angular spectrum components with orthogonal polarizations or quadrature phase will be uncorrelated, the result is that the average E-field will be zero. Additionally, the three orthogonal components of the E-field have equal average amplitudes. However, it is the mean square of the E-field, which is proportional to the electric energy density that is important. Each of the many random plane waves present at any instant in time can be mapped into up to three orthogonal waves impinging on adjacent sides of a cube, each orthogonal wave can be further decomposed into two orthogonal polarizations. Summing over all the random plane waves present at any instant in time results in a total of 12 plane waves. Due to the fact that the plane waves from all directions have random polarizations and phases, i.e., are uncorrelated, it was hypothesized that the local averaged SARs from two orthogonally polarized waves with equal amplitudes incident on each the six sides of a cube surrounding a lossy body gives an accurate estimate of the total time-averaged local SAR. This hypothesis was tested using simulation and the uncertainty associated with the simplification determined.
D. Numerical Dosimetry
Modeling the field distributions in reverberation chambers has typically been achieved by means of superposition of plane waves with the appropriate amplitude and angular distributions [16] . For calculating the power absorbed in rodents or humans, different methods have been applied. First, the most complex analyses model the whole chamber is modeled with FDTD or other numerical methods for a large number of stirrer angular positions: the animal model is directly exposed and the SAR assessed and averaged. Alternatively, the fields in the chamber are evaluated over a closed volume containing the subject for each stirrer position, and then with application of Huygens principle a second FDTD simulation of the animal [17] has been performed. A second method is to determine the SAR by simulating the exposure of the animal model to the superposition of a number (n) of plane waves with a Rayleigh distribution of am- plitudes, random directions of arrival, polarization, and phase, averaged over a number (m) of repetitions, where n is typically >100 and m > 200 until converging results are obtained [18] . A third method is a simplification obtained by reducing the random incidence waves to only 12 equal waves from six directions, incident on the sides of a cube, composed of two waves of orthogonal polarizations, the cube contains the exposed animal. The SAR produced in 12 simulations each with one plane wave is averaged to obtain the final result. This simplification is exact when there is symmetry such as for a sphere, some error is introduced for other shaped objects and hence the uncertainty must be assessed. Here, the majority of dosimetry has been performed using this third method with a comparison the second method to verify the hypothesis that the methods are provide similar values and to assess uncertainty (see Section IV-B).
E. Experimental Verification
As recommended in [5] , the numerical dosimetry needs to be verified, at least for the wbSAR. In this paper, the temperature increase/thermal time constant method [19] , [20] was used with homogeneous phantom measurements. After comparison of various types of tissue simulating liquid, HSL900 and HSL1900 (SPEAG, Switzerland) 1 were selected for the rat and mouse phantoms, respectively, since they result in similar wbSAR values for the phantoms and for the equivalent anatomical models at the same field strength. The dielectric properties for the phantoms are shown in Table III To minimize temperature measurement errors, the SAR evaluations were performed in the highest power chambers to max- imize the temperature increase and, hence, the difference between air temperature and phantom temperature after exposure. The highest transmitted power for the high SAR groups was 195 W average for mice and 430 W average for rats. For the mouse and rat phantoms, the SAR was computed from the steady-state temperature increase, and the thermal time constant of the phantom, which was determined from the phantom cooling curve and the SAR sensitivity, was derived from the measured E-field.
The exposure time was 19000 and 30000 s for mouse and rat phantoms, respectively, which was much larger than the field variations in the chambers of 60 s and the cooling constant of 3440 and 7500-8700 s for mouse and rat phantoms, respectively. For the rat phantoms, the SAR distribution was obtained by measuring the temperature of all phantoms in one chamber in rapid succession immediately after the RF power was switched off. The phantoms were shaken in order to warranty a homogeneous temperature of the liquid. The relative decay, as measured by a temperature probe fixed in one rat phantom, was used on a phantom-by-phantom basis to correct the decrease in temperature due to cooling during the elapsed time. The experiment was repeated for both male and female rat phantoms.
A different strategy was required to perform the dosimetry in the mouse model. A mouse phantom measurement setup is shown in Fig. 2 . Since the mouse phantoms are relatively small and their thermal-time-constants shorter, we could not measure the temperature of every phantom. Instead, to assess the SAR homogeneity throughout the chamber, temperature probes were installed in four phantoms which were then moved to 10 different positions generated randomly by a computer. All other cages had mouse phantoms placed with random locations and orientations. At each location, the phantoms were kept for more than 1 h to attain as stable temperature as possible, providing a total of 40 different temperature measurements. The cage rack is shown in Fig. 2 , all cages, cage covers, and cage racks were composed of nonconductive, low permittivity materials. Temperature probes T1V3Lab (SPEAG, Switzerland) 1 were each inserted into the center of a phantom and were connected to the completely shielded Data Acquisition Electronics DAE3 (SPEAG, Switzerland)
1 that was fixed onto a plastic holder outside the cage. The digitized data were transmitted via optical fibers to the EASY4 measurement server (SPEAG, Switzerland) 1 for recording the temperature data. The probes were inserted to approximately the center axis of the phantom was chosen because the temperature increase is representative of the overall exposure, which has been verified and the uncertainty assessed by the thermal simulation in SEMCAD 1 [21] . For accuracy comparison and reference, the measurements were carried out in both labs; i.e., in the prototype chamber at the IT'IS laboratories in Zurich and in the RF exposure facility used for in vivo toxicology and carcinogenicity evaluations at the IIT Research Institute in Chicago.
F. Uncertainty and Variation Evaluation
To understand the limits on the reliability of the dosimetric assessment of the life-time wbSAR and oSAR, various uncertainties and variations have been evaluated following the concept of GUM [22] , [23] .
The uncertainty defines the possible absolute SAR deviation from target values. The uncertainty can be due to the setup (e.g., field measurement probe calibration uncertainty), or due to the animals (e.g., anatomical model representation), growth rate, and update frequency of the average weight of the different rodent groups and the weight distribution with each group.
For the numerical dosimetry, a wide range of animal ages and weights need to be considered to cover the entire life span. Since only a limited number of numerical phantoms were available at discrete sizes and weights, the numerical models were scaled to allow the determination of the SAR sensitivities over the life time of the rodents. This means, for instance, that when scaling the female small and medium rat from the female large model, the relative proportions of all organs remain constant. However, in real life the different organs and tissues grow at different rates as the relative physical proportions of the body change. As a result, the scaled animals may have errors in the calculated wbSAR and oSAR, compared to a strictly anatomically-correct mouse or rat, and this potential error must be quantified. The scaling uncertainty analysis is based on the philosophy that the scaled model and an original anatomically-correct model, with same weight, are compared for differences of SAR. For instance, a small male rat was scaled to a large size, which had the same weight as the anatomically-correct large male rat, and the errors due to scaling were obtained by comparing the SAR result between them. These errors can then be applied appropriately to the uncertainties inherent in scaling both sexes.
Based on the weight and SAR sensitivity from the different age models, we can calculate the relationship between them. These formulas are important for the prediction of the SAR sensitivity to weight variation of the rodents during their lifetimes.
Additionally, the uncertainty due to simulation was analyzed by including dielectric parameter variation, discretization (voxel size), and simulation convergence. First, tissue parameter changes during the animal lifespan, we considered a variation of ±10% in permittivity and conductivity with respect to the reference values. Then, the discretization uncertainty was evaluated by halving the grid size of the original reference models set for mice and rats. Finally, the uncertainty due to the convergence of the simulation was analyzed by doubling the computation time to ensure that the results had really converged.
Another major factor of uncertainty is the growth rate of the rodents, since the exposure field strength is based on the measured rat or mouse average weight in a given chamber, which is correct only at the time of measurement. As the elapsed time from the measurement increases, the changes in weight due to growth result in changes in the SAR until the weight is reassessed and updated. To limit this uncertainty and its effect on time averaged exposure, the update intervals were set at twice per week for the rats and once per week for the mice during the fastest growth rate period until the 17th week when the weight error reduces in significance.
The variation defines the relative amounts of deviation from the mean values for individuals, where the instantaneous variation is averaged over integral number of stirrer rotations (60 s) and the life time variation is averaged over the entire exposure period [5] .
The body weight distribution of mice and rats of the same strain, gender, and age is normal around its mean weight. The individuals with weights that deviate the most from the average will have SARs with the highest deviations from the target level. The combined historical data for rodents from previous NTP studies were used to estimate the standard deviation as a function of average body weight. The SAR variations are calculated based on the relationship between SAR sensitivity and the weight deviation.
The field homogeneity of the chamber and the daily movements of the rodents can cause instantaneous variation, which, however, averages out during the life time. In addition, throughout the whole study cage locations were rotated each time the bedding was changed, which averages out the changes in homogeneity over the entire exposure volume. The effect of rodent posture was investigated with video footage of the animals' movements and pictures from historical data available at NIEHS, and the observations were used to define certain postures as shown in Fig. 3 : straight, curling, sleeping, stretching, and drinking. These daily changes in posture of the rodents change the absorption cross section [24] and hence the SAR, which contributes to the variation. Though a similar analysis of posture was performed for mice at 2450 MHz in [21] the analysis here for both mice and rats is important as it fills in two important knowledge gaps: how do the uncertainties within a species vary with changes in frequency? and how do they vary across two similar species?
IV. RESULTS
A. Experimental Verification Results
Experimental verification of the SAR was initially performed in Zurich and then repeated in Chicago using the methods outlined in Section III-E. In Chicago, 92 male rat phantoms, 112 female rat phantoms, 19 male mouse phantoms, and 18 female mouse phantoms were measured. In Zurich, 40 male rat phantoms, 80 female rat phantoms, and 40 mouse phantoms were measured. The measured and calculated mean wbSARs data for each group are presented in Table IV . The wbSAR uniformity among the phantoms is commensurate with the field homogeneity.
The measured wbSAR was systematically lower than the one calculated numerically and is attributable to the fact that as the phantom temperature increases so does the air temperature. As the phantom temperature increase is measured with respect to the air temperature, and the air temperature cannot be strictly controlled, an under estimate in wbSAR occurs; this is accounted for in the uncertainty budget.
The total uncertainty (k = 2) due to field and phantom temperature measurements in both chambers (see Table V ), is less than 34%. The deviation between the calculations and measurements shown in Table IV for the rodents are all within the uncertainty range, which verifies the reliability of the simulation results.
B. Dosimetry Assessment
In a first step we verified that that the 12-plane-wave method is adequate to simulate the exposure of the rodents in the reverberation environment by assessing the uncertainty of the computationally affordable simplification for nonsymmetrical lossy loads. This was determined by comparison with the random n-plane-wave method to model the reverberation chamber. The n-plane waves with random amplitude, phase, polarization, and incident angle to the rodents were generated by MATLAB (MathWorks, USA).
1 Each plane wave, according to the incident angle, is decomposed into plane waves in the three orthogonal axes traveling in either positive or negative directions and with two orthogonal polarizations. Therefore, to represent one stirrer position, plane waves from n different directions were bundled into plane waves from only six selected directions, each with two polarizations. The field data were imported into SEMCAD 1 and applied to the rodent model with the field combiner tool. The SAR values were calculated by considering the E-field and material properties in every voxel. To mimic the stirrer rotation, the procedure was repeated m times, hence, the method is distinct from the simplification which uses 12 individual simulations of each of the 12 equal plane waves and sums the SARs. Finally, the SAR normalized to 1 V/m E-field strength ((W/kg)/(V/m) 2 ) was calculated by one of two methods: where m is the number of stirrer rotations. The first method averages the instantaneous SAR divided by the instantaneous field squared, equivalent to a simulation by simulation normalization; the second is more akin to the situation in the real exposure setup, where the average SAR is divided by the mean square E-field. These two normalization procedures for a random n-plane wave method converge when n = 500 and m = 300, and both averaging regimes give similar results. By comparison, the 12-plane-wave method results in an offsets of −9.4% for the mice and −8.9% for rats, and standard uncertainty of 1.8% and 2.4% for mice and rats, respectively.
C. Assessment of wbSAR and Global psSAR
We used the methods discussed in Section III-F to determine the wbSAR and global psSAR values. Table VI displays the SAR values for three typical sizes: small, medium, and large, which covers the life time of rodents.
Based on the results for different weights, an approximation formula as function of weight has been derived (Fig. 4) . (5) where "weight" stands for rodent weight in g and wbSAR is in (W/kg)/(V/m) 2 . These formulas accurately estimate the life time SAR with maximum uncertainty of around 7.2% for rats and 3.0% for mice, however when averaged over the life time the error is approximately 2.8% and 1.6%, respectively. This approximation was applied during the study to adjust the incident field in order to maintain the targeted wbSAR level during the life time of animal. For instance, at the maximum SAR level (6 W/kg for rats and 10 W/kg for mice), the E field is adjusted over the range of 203-315 V/m for male rats, 200-267 V/m for female rats, and 196-263 V/m for mice over the exposure period to maintain the target wbSAR level.
The wbSAR uncertainty is the uncertainty for the group average SAR value during the entire exposure, which is shown in Table VII .
The uncertainty in exposure between groups is related only to those uncertainty conditions not common to all groups, namely field measurement and control. Therefore, the standard uncertainty (k = 1) between the groups are 14% (0.56 dB) for rats and 12% (0.5 dB) for mice. This is well within the margin of ±3 dB between different exposure levels.
The scaling uncertainty is obtained for the worst case analysis. Since the female models generally have a larger scaling factor than the male models, the uncertainty deviation is comparably larger.
The total anatomical model simulation uncertainty due to dielectric parameters, discretization, and simulation convergence was estimated to be ±4% for rats, and ±1% for mice. The smaller uncertainty is mainly due to the comparably smaller voxel size used in the mouse simulations. The uncertainty due to growth rate was calculated based on rodent weight updates generally performed twice per week for the rats and once per week for the mice through to the 17th week and less frequently after. The maximum deviation is observed when the rodents are young, it rapidly decreases with age, as indicated by the growth rate of rodents, shown in Fig. 5 . The maximum growth rate deviation, during the exposure period from 3-week-old rats and 5-week-old mice, is 17% for the male and female rats, and 6% for the mice, as shown in Fig. 6 . Over the entire exposure period, the mean growth rate uncertainty was 0.5% for the male rats, 0.4% for the female rats, and 0.4% for mixed mice. The uncertainty thus depends on the age when the rodents are exposed. The maximum wbSAR uncertainty at any age is given in Table VII, whereas the expanded uncertainty (k = 2) averaged over the entire life time is as expected lower, resulting in 33% for male rats, 35% for female rats, 35% for male mice, and 47% for female mice.
The variation analysis for posture shows that largest deviation was found for the sleeping posture, where the effective body length of a rodent changes most notably. From the five-posture analysis, the variation for wbSAR sensitivity is 5.2% for rats, and 5.6% for mice.
The variation due to the distribution of weights about the average is shown in Fig. 7 . During the exposure period, the maximum standard variation is 8.6% for male rats, 8.2% for female rats, and 8.8% for mixed mice. The mean variation over Fig. 6 . Uncertainty of SAR sensitivity estimate due to growth rate (rats from 3 week-old at 900 MHz, mixed mice from 5 week-old at 1900 MHz). Fig. 7 . SAR sensitivity variation to weight standard deviation (rats from 3 week-old at 900 MHz, mixed mice from 5 week-old at 1900 MHz). the entire life span is 5.4% for male rats, 6.4% for female rats, and 3.8% for the mixed mice. The total instantaneous variation for wbSAR is shown in Table VIII . The life time averaged variation that will not be similar across all animals or averaged out due to movement and cage rotation will relate only to the weight distribution is therefore 5% for male rats, 6% for female rats, and 4% for mice. In summary, results show that the uncertainty is substantially influenced by the experimental uncertainties such as field measurement data and the growth rate of the rodents. The variation is significantly impacted by weight standard deviation, which varies over the animal life time, as shown in Fig. 8 . Therefore, the maximum deviation of the individual from the target values occurs during the beginning of the exposure period, when the rate of weight change and SAR sensitivity are highest.
Whole body SAR is typically not the limiting quantity for the output power of a cellular phone, but the peak spatially averaged SAR which provides a measure of the local rather than global exposure. Table IX summarizes the relative values of psSAR with respect to the wbSAR with uncertainty and variation ranges. The psSAR is about 8 to 10 dB higher than the wbSAR for the rat, and 7 to 9 dB higher than that for the mouse. Posture introduces large instantaneous variations in psSAR, resulting in a maximum instantaneous variation of approximately 30% for the rat, and 18% for the mouse. The psSAR lifetime variation is the same as that of the wbSAR.
D. Assessment of oSAR
The oSARs are calculated and evaluated for all mouse and rat models in Tables I and II , which approximates to the full life time. One important finding was that the deviation from the wbSAR was found to be relatively constant over the animal life time, when the uncertainty was included.
The oSAR deviations from wbSAR, and its uncertainty and variation analysis for the largest organs, are shown in Table X for  the rats and Table XI for the mice. For these organs, the oSAR levels vary between -9 and 5 dB, compared to the wbSAR for the rodents. In general, the localized SAR deposited in high-watercontent tissues (blood, lung) exceeds by ∼4 dB the wbSAR, and that deposited in the low-loss tissues (bone, fat) is less by a factor of ∼9 dB compared to the wbSAR.
The oSAR uncertainty is larger than for the wbSAR, mainly due to the relative changes in the oSAR to wbSAR ratio at different ages. Additionally, the uncertainty of scaling effects on the oSAR is larger compared to wbSAR, and has a normal distribution with standard deviation of approximately 3% for male rats, 23% for female rats, 7% for male mice, and 24% for female mice. The larger uncertainty for female models when compared to the male models is due to the larger scaling uncertainty for female models. The instantaneous variation is analyzed based on the five postures in the same way as for the wbSAR evaluation. The oSAR lifetime variation is again identical to that of the wbSAR.
V. DISCUSSION AND CONCLUSION
Constant SAR levels, corresponding to the NTP target dose, were maintained over the entire life time of the rodents by adjusting the incident field strength according to the derived function. The wbSAR level for the rodents, averaged over the animal's life time is within an expanded uncertainty (k = 2) of ∼50%, whereas the relative uncertainty between exposure groups was <14% (k = 1). The individual SAR levels for rodents in each group are expected to be within instantaneous variations (k = 1) of ∼13%, and 6% over the lifetime. The spread of organ and tissue specific SAR levels were less than 13 dB and less than 5 dB without the low conductivity tissues bone, fat, and connective tissues.
The NTP protocols required highest possible exposure and maximum uniformity of the SAR distribution whereas the upper SAR limit was determined by the thermal pilot study. In the low dose exposure group, the SAR levels in the organs and tissues exceed or are close to the localized SAR limit for the general public of 2 W/kg defined in ICNIRP standard [2] for human exposure, except for a few low-water content tissues. For example, the SAR averaged over the whole brain is >2.4 W/kg for mice, and >1.3 W/kg for rats. Furthermore, the psSAR and oSAR have larger uncertainty compared to the wbSAR. Deviations of the SAR level from the target dose, especially during the early exposure period, should be carefully evaluated in the interpretation of the final biological studies. However, the uncertainty and variation values in the exposure system used in the present studies are considerably smaller than that for other exposure studies such as PERFORM A in [8] for the mice and [9] for the rats. This is due to the high homogeneity exposure environment of the reverberation chamber system and reduced influence of the rodents on the setup over the exposure time.
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